Gambro Prismaflex continuous renal replacement therapy system's touchscreen may not respond to user commands.
The touchscreen interface used in the Gambro Prismaflex continuous renal replacement therapy (CRRT) system may occasionally become unresponsive. Gambro has developed software that addresses the problem; the software has not yet been released in the United States. Until that software is available, facilities should develop an action plan for users to follow if the problem occurs.